An apparatus for the calibration of electromagnetic flowprobes on small veins in situ.
Electromagnetic flowprobe calibration must be done under controlled conditions similar to those encountered experimentally. This in situ calibration apparatus is simple in design, inexpensive, and provides pressure and flow conditions analogous to those found in small veins in vivo.